TUCSON POLICE DEPARTMENT

CRIME LABORATORY @\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

£ . Serial # Pb-pO¥922 . certifies by her signature:

on __’7_‘!!{;{1"0‘1‘5 _witharesultof o pF £ AC. pOFFAC.

and on _SJ(3fo% . with a result of 0.0 AC. 0.07SAC.

this instrument was tested with a known alcohol reference standard.
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Griere More._

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
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THIE REPORT PREPARED RUORSUANT TO DOTY IMEPO
A.A.C. RI—-14—-404(2)
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ARTZONA DEPARTMENT OF EEALTH BEZAVICES
= -, T, i o N v M\
STANDARD QUALITY ASSURANCE E.GCEJUEE:-@
00w

INTQIILYZEFR MODEL 57

aceycy Tucson Police  gx SPECIALIST _ LV CHC Dﬁﬂfﬁ é{é}j}j;)

’ﬂr'n J—:j

b -

INTOXILYZER SERIAL # (-0 $ 927~ LacaTioy. OPE

] [ 5200 TIME 733 I
' - 1 =

~K Display resads "READY TO START" or "PUSH BUTTON TO STamT
TEST "
DIAGMOSTIC TESTS
DVHM Tast check Setting should bhe batween 200 and
: .600. Mods selsction switeh §2 aon, 51 and £3 off or
keyboard menu selection "H". Reading is _ - G iy el
~0& Display Test check. Mode selection switch S1 on and s2
and 53 aff or kayboard mepnu salacticn "YU
A Printar Test check. Hode sslection switch 51, 52, 53
aff or keyboard menu sslecticn "2".
4 Clock time check. Mode selection switch S10 on or
keyboard menu sslection "E='. :
) Date check. Mode selesctian swltch 5 an or kevboard
penu salsection "EY
QUEZRATIONAL TESTS
Zlcohol freg subject Past result 0.)280 AC
Error recognition logic system functicning
Invalid tast printed
~££4 Proper sample recognition systanm
Invalid sample pringsd
Deficient sample printed
e Completeness of samnl purge with caollection tubs**
N calibration standaxd 0. 00 AC

Results: 0. OAEAC « 0.0 FFAT

Instrument operating properly and accurately. YESY NO

COMMENTS:

src;wmmz W f&&b{n——‘

Q. E;k JI&lCGﬂG‘ concentration standard callacted for subsegquent
analysis. «=

*WLITH OR WITEQUT VAPQD RECIRCULATION AND WITE OR WITEQUT XEYBEOQARD
*%*THIE STEP IS5 ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
BEAMPTLE CAPTURE,

DHS/DSLS5/Form CL17 (Rev.7-93)
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PIHIBIT P S i

THIS REFORT PREPARED FUREBUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404 (A7)

ARIZONA DEPARTMENT OF HEALTH SERVICES

BTANDARD QUALITY ASSURANCE PROCEDURES Kﬂ
INTOXILYZER MODEL 5000 &F

ETANDARD CALIBRATION CHECX PROCEDURE
Agency _Tucson Polige Department Date ???9ﬁﬁjﬁf Time 55ﬂ§j§
Intoxilyzer Serial# @_ﬂfﬂﬂ% Logation A0
QA Specialist AT 1) Fe 35/ )
(Print Hame)
(_gr) 1. Pour a standard alcchol solution of known value into a
; clean dry simulator jar and assemble the simulator.
Insure that a tight seal has beesn made.
Standard wvalus: 0,070 AT
<4) 2. Turn on the simulator and allow the temperature to
reach 34%C%.2°C,
£&Z24T 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "c"
on keyboard menu.
07 s S R ttach simulator teo the simulator entrance port on
Intoxilyzer.
~x—fo¢7) 5. Intoxilyzer 5000 display reads "READY TO START" or
"EUSH BUTTON".
(~&&) 6., Push Start Test button or press enter on keyboard.
=2 7. Insert card in respanse to display.
it 8. 2air blank completed.
et 5. Calibration check completed.
R Test results 0.80F€ ¥ 0.0F7 AcC ;
a2 {(=25] 10. Air blank completad.
it a5y 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
f=Z9) 12. Return mode selecticn switch #9 to off position after
' all calibration checks are complete or type ¢ and enter

SIGNATURE __ e

*WITH-OR WITHOUT VAPOR RECIRCULATION AND WITE COR WITHOUT KEYEOARD

rt
=)
(o

DES/DSL5/Form Cl1§ (Rev.7-93)
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wHTS REDOAT PREPARED PUHNSUANT TO DUTY IMPGSED HY
A.A.C. R9-14-404(A)

ARTZONA DEPARTHENT OF HEALTH SZRVICES
STANDARD QUALITY ASSURMRMCE PROCEDURES
INTOIILYZFR MADEL 5000# f{'é‘\
sceENey Tucson Police QA SPECIALIST LIrent DDF&H 33/

(PFrint Name)

INTOXILYZED SEIRIAL #p@~00HT22 LocaTION ODE
DATE Meay 13 = Ro0F TIME (O[O
' i - RN
~Zr—  Display reads "READY TQ STEETY gr "DUSH SUTION TO STAQT

TEST
BLE W -

DIAGNOSTIC TESTS
32@: OV Tast check. Setiing should be betwsen .200 and
§00. Moda selection switch S2 on; S1 and S1I off or
keyboard menu sslection "H". Reading 1s _¢ ﬂfjf .
Qﬂj Display Test check. Hade salactinn switch 21 on and 52
_q;hf$ﬂy and $3 off or keyboard menu selection "V©.
orinter Test check. Mode sslection sw¥witen 51, 52, S3
¥ off or keyboard menu selection "2°".
ué%i Clock time chack. Mode salection s¥itch §10 on or
kevboard menu selection TEY.
) Jata chack. Mcode salection switch S1l en or kKeyboard
menuy sslaction "E -
OPERATICONAL TESTS
= Alconal free subjesct Test result 0. 00D ac
P Error recognition laogic system functioning
Invalid test printed
g Proper sample rscognition system
Invalid sample printad <4
Deficient sample printed
N/A Complet=ness of sample purgs sith callection tube**

Z‘f Calibration standard g.0&D AC
Results: D.Eﬂﬁ& ~ 0-0FSAc

Instrument operating properly and accurately. YES NO

H

]

omsms:#mavﬂf ahrad (007 = (0/0
P (lfanéd _print rofle

P,
SIGNATURE W @MW

< . : _
QLﬁiffflalcohﬂl concentration standard collectad for subseguent
analysis_ #**

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITZ OR WITEQUT LEYBOARD
*+TETE BTEP IS ONLY REQUIRED IP THIS DEVICE IS5 BEING TOEED FOR
BAMPLE CRPTURE.

DES/DSLS/Form C117(Rev.7-93)
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Tucson Police Department Crime Laboratory
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TETE REPORT PREPARED -PURBTUANT TO DBULY IMPOBED BY
A.A.C. RI9-=14-404(Rn)

ARTZONA DEPARTHENT OF HEALTH BERVICES

STANDARD QUALITY ABSURANCE PROCEDURES
INTOXILYZER MODEL 5000#

STANDARD CATIBRATION CHECKE TPROCEDURE ﬁi

Zgency _Tucson Police Department Date 5_/{3/{331# Time {.{J;"Z}
Intoxilyzer Serial# p&-00%75.2 Location nbEe

Q& Specialist Lrenc Dorant %633
% (Print Name)
ety 1- Pour a standard alcohal salution of known wvalue inte a

clean dry simulater jar and assemble the simulator.
insure that & tight s2al1 has begn made.

Standard value: 0. 0%0 AC

#ye 2: Turn on the simulator and allow the tegperature to
rzach 347C+.2°C.

() 3+ Set Intoxilyzer mode ss=lectiaon in the ACA mode by

switching mode selection switch #3% on or selecting ""g¢
on kayboard menu.

(&) #. Attach simulator to the simulator entrance port on the
Intoxilyzer.
et %_} 5. ZIntoxilyzer 5000 display reads "READY TO START" or

WDPUSH BUTTOH".

wirife—) B Pyush Start Test button or press entsr on keyboard.
hﬂﬁ4h"] T Insert card in response to display.
(wp2%s-) 8. Alr blank campletead.
S wa—-) 9. Calibration check completed.
Test results 0.0F¥ « 0.0F5 AC

w{ g4—) 10. Air blank completad.
~Oub@5) 11. When display reads Test Complefte remove evidance card.
_ Attach the card to the completed checklist.
(@) 12. Return moda-selection switch #9 te off position after
all calibration checks are complete or type Q and enter
on keybaard E

"BIGNATURE QLW)\_P——-K.QM_;L«___

*¥FITE OR WITEQUT WAPOR RECIRCULATION AND WITH OR WITHOOT XEYEOARD

DHS/BRSLS/Form €116 (Rev.7-=-93)
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

tri

: ‘ Dare: 5/@/&% \ @\\
| Intowlyzer Seral Number:  {ple =00 A
QAS: Lrene Doran  4e33(

Ir ;
| Problemn Descnpuomn:

‘ ,ﬂr‘rrgf- Card Aot jn?paﬁ?{y Ar5€ Vé’arj;‘;}';f Apmn TP

‘ (s D &1 {th‘/ﬁi’}‘f P iter 0;'.5?;3?&?0.?77“{: Chrcle
i

!(If +he instrument is taken out of service, complete the tollowing: |

‘ Date out of service ﬂ]/ﬁ' |
| |

Il Calibration Check completed prior to removal from service:
P P

‘ :'D"Yes Date: O No ‘

| SQAP completed prior to removal from service: ‘

Il O Yes Darte: O No \
|| Date returned 10 Service: /'-"/ﬁ' S ﬁ
e — == —_————— -
i I| Corzective Action Taken or Repaiss: Clran prin T _rolle C""_ﬂf:ﬁﬂ;
‘ el cavds  on peVerse sidC. W




